Design Feature 



Build a single-shot 
recorder to catch 
fast transients 



Capturing fast transients places special re- 
quirements on filters, track/hold amplifiers, 
and A/D converters. By using an A/D 
convertermth a high input bandwidth and 
fmnamptmg at a 10:1 ratio, you can digi- 
tize and i':hm analyze transients without 



usmgan 
scope. 




Ken Deevyi, Dan Sheehan, and Mike Byrne, 
Analog Defrices Ine 

Don't tie up expensive equipment trying to capture 
transients that occur infrequently. If you build a low- 
cost transient recorder or event sampler, you can dedi- 
cate it to capturing single-shot events. Typical applica- 
tions for tn^sient recorders include monitoring power- 
mains transients, evaluating power supplies, and cap- 
turing pressure and vacuum-line transients in medical 
equipment. I 

To build a transient recorder or burst-mode event 
sampler, you need a high-speed AJD converter, a wide- 
band track/hold amplifier, and an antialiasing filter. 
The A/D converter must have a sampling rate of at 
least twice the bandwidth to satisfy the Nyquist crite- 
rion. In pra:tke, you shcmld overmtnple the input sig- 



aiils. At £x 



twice the input bandwidth), you'll need to use a filter 
with an infinite roll-off rate to avoid aliasing efiects. 
At 3x oversampling, the roll-off requirement drops 
to 50 dB/octave in an 8-bit system. With an oversam- 
pling ratio of 10:1, the filter roll-off need be only about 
16 dB/octave. (See box, "Oversampling reduces antiali- 
asing requirements.") 

High-speed sampling A/D converter chips routinely 
include track/hold amplifiers on the same chip. The 
AD7821 is an example of this trend. It combines a 
100-kHz track/hold amplifier with a IM-sample/sec 8- 
bit A/D converter. Because the A/D conversion rate 
is 10 times the input bandwidth, you don't have to 
design a complex antialiasing filter. In fact, if the input 
signal exhibits only a low-power spectral content at 
and above 500 kHz, ym ecu ^Mia£« %hB IHier alto- 
gether. 

The AD7821 uses a half-flash conversion technique 

to perform an 8-bit conversion in 660 nsec. A recjuii'e- 
ment of a 350-nsec signal-acquisition period between 
conversions results in a maximum acquisition rate of 
IM samples/sec. You can operate the A/D converter 
with a single or dual supply for either unipolar or bipo- 
lar inputs. 

Capture single-shot waveforms 
One of the difficulties in capturing single-shot events 

is the speed at which the transient recorder circuit 
responds once the input signal has crossed a predeter- 
mined trigger point If the recorder circuit responds 
it mm mdm tot ^^siee^ i^gether. 



To build a transient recorder or burst-mode 
event sampler you need a highspeed A/D 
converter, a wideband track/hold amplifier, 
and an antialiasing filter. 



Therefore, to accurately capture fast events, you need 



a high-speed 



A/D converter and a wide-bandwidth 



track/hold ariplifier. For example, an 8-bit A/D 
converter that has a l-(xsec conversion time can capture 
l-(j.sec transients only if it's not preceded by a track/ 
hold amplifier. If you match this A/D converter 
with a track/hold amplifier that has a 100-kHz 
bandwidth, t ie ADC can rteov^P 6-|jisec-wide 5V 
transients. 

To simplify fault detection or take corrective meas- 
ures, you need a transient recorder that can grab pre- 
transient info: Tnation. You can use this pretransient 
data to leaiti timing relationships between the tran- 



sient and another waveform. Additionally, your re- 
corder should be able to react to both positive and 
negative transients. 

Another important criterion for transient recorders 
is cost. Although you could use a digital storage oscillo- 
scope (DSO) to capture frequently occurring or very 
fast transients, dedicating a DSO to capturing random 
events would be an expensive proposition. 

Transient recorder 

A block diagram of a transient recorder (Fig 1) 
shows the minimum hardware you'll need to build a 
high-speed transient recorder with playback. For sim- 



Oversampling reduces antialiasing requirements 

In the spectrum of a periodically 
sampled wsjveform, the spectrum 
of the (unsampled) input-signal 
repeats around harmonics of the 
sampling frequency. Any fre- 
quency contained in the input sig- 
nal is repeated above and below 
each harmonic of the sampling 
frequency. Therefore, in the 
spectrum of the sampled signal, 
the band between and fm (the 
input spectrum), appears — 
among other places — between 
fs - fiN and B» where fs is the sam- 
pling frequency. Though you may 
be under tl^e impression that the 
input-signal bandwidth is 100 



drawing a straight line between 
the highest signal frequency of in- 
terest, fiN, and the stopband at- 
tenuation frequency, fg— fw As 
the ratio of % to increases (that 
is, as the oversampling ratio in- 
creases) the slope of the line de- 
creases. 
In an 8-bit system, an ideal 



ADC's signal-to-noise ratio (S/N) 
is slightly greater than 256:1 or 
48 dB. To avoid having noise limit 
the system performance, the ra- 
tio of the input signal to noise 
should exceed the approximately 
48-dB limit imposed by the ADC. 
Here, the signal is the peak-to- 
peak value of the signal within 



kHz, if the 



sampling frequency is 



IM sample; sec, a signal at 991 
kHz in the input spectrum would 
appear as e 9-kHz "alias" compo- 
nent in the sampled signal's spec- 
trum. 

The purpose of an antialiasing 
filter is to Remove or at least at- 
tenuate any noise or spurious sig- 
nals th^t could be aliased back 
into the bajidwidth of interest. 
Fig A shows the frequency re- 
sponse of an antiahasing filter for 
a generaliziid A/D converter. Yam 
determine lie filter roll-off by 
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F^A — The antialiasing filter that precedes the transient recorder's ADC can be simple 
or complex depending on the degree of oversampling. When the sampliyig frequency is 
10 X the highest frequency of interest, the filter has 3 octaves to roll in its attemuUion. 
A simple S-pole filter has 18 dB/octave roll-off. An 8-bit ADC needs slightly more than 
iSdBof attenuation. Hence, a S-pole fUter is timuUly sufficient for 8-bit resolution. 
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plicity, the design uses a clock with an even mark/space 
ratio. The clock's 50% duty cycle limits the acquisition 
rate to 660k samples/sec rather than the A/D con- 
verter's 1-M sample/sec maximum rate. (This simplifi- 
cation reduces the oversampling ratio to 6.6:1.) A mem- 
ory chip stores the digitized data for later playback 
on an X-Y plotter or oscilloscope via a dual 12-bit D/A 
converter and a quad op-amp. One half of the samples 
are pretransient information; the other half are tran- 
sient data. 

A more detailed schematic (Fig 2) shows that two 
counters, IC, and IC2, control where the circuit stores 
pretransient and transient #ftta. Hie counters also 
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Fig 1 — If you think of a transient recorder as merely an ADC, 
look again. This recorder contains several purely digital blocks as 
well as the DAC that drives the display. 



the band of interest, and the 
noise is the square root of the 
sum of the; squares of the ampli- 
tudes of all of the frequency com- 
ponents outside that band. The 
attenuation required on signals 
outside tht band of interest de- 
pends on tlie application and the 
expected n agnitude of the out-of- 
band signa s. In most cases, the 
magnitude of these signals is 
much lower than that of the de- 
sired signal. 

Usually, 8-bit systems require 
50 dB of attenuation for signals 
that can be aliased into the band 
of interest. Even if 50 dB is not 
the desired number, the following 
calculations show the kind of re- 
duction in f ntialiasing filter re- 
quirements brought about by 
oversampling. With 2 x oversam- 
pling, (that is with fs=2-fiN), fs 
and fiN are at the same point and 
the filter has to have infinite roll- 
off to attenuate signals at fs-fiN> 
With fs = 3-fiN (3 X oversam- 
pling), the filter's attenuation 
. must drop from dB at fm to 50 
dB at 2'fiN. Iln other words, the 
slope of the attenuation vs fre- 
quency curve must be 50 dB/ 



octave; the filter (if it has a But- 
terworth characteristic) must 
have more than eight poles. 

With 10 X oversampling, there 
are three octaves for the attenu- 
ation to drop from to 50 dB. 
The required slope is a little more 
than 16 dB/octave; a 3-pole But- 
terworth filter will do the job. 

The above analysis of the an- 
tialiasing filter holds true regard- 
less of the type of ADC that fol- 
lows the filter. No matter what 
the conversion technique, over- 
sampling reduces the antialiasing 
filter requirements. Oversam- 
pUng also reduces the ADC noise 
within the signal bandwidth be- 
cause it spreads the quantization 
noise over, a wider bandwidth. 
Oversampling has recently 
gained considerable popularity in 
connection with sigma-delta 
ADCs. In the case of these con- 
verters, the advantages of over- 
sampling are much greater than 
with successive-approximation or 
flash ADCs because noise shap- 
ing produces dramatic improve- 
ments in noise performance as the 
oversampling ratio increases. 
■j^The relationship between an- 



tialiasing-filter performance and 
oversampling is, however, ex- 
actly the same for an oversam- 
pled sigma-delta modulator as for 
a half-flash or a successive-ap- 
proximation ADC. A sigma-delta 
ADC and a half-flash ADC with 
the same oversampling ratio 
place the same requirements on 
the antialiasing filter. 

The disadvantage of the sigma- 
delta process for transient re- 
cording is the pipelining or aver- 
aging technique inherent in 
sigma-delta converters. Because 
of the pipelining, a step change 
requires a significant time (the 
settling time of the ADC's digital 
filter) to ripple through to the 
output. Therefore, there is a de- 
lay before a sigma-delta con- 
verter produces an output that 
represents an input change. Be- 
tween the time the input changes 
and the sigma-delta converter's 
output reflects the change, the 
ADC's output does not accurately 
represent the converter's input. 
Such performance is not appro- 
priate for transient recorders of 
the type discussed here. 
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To avoid aliasing effects, at 2x oversam- 
plitt0 (a samplifig frequency of twice the 
input bandwidth) you need a filter with 
an infinite roll-off rate> 



clock out dat^ to either the oaciUoieope or the X-Y 

plotter. You can use the fast clock input, CLK INj, 
for the clock isource when you're using the circuit in 
the record mode or displaying stored data on an oscillo- 
scope. The design also provides a slower clock biput, 
CLK IN2, to print data on an X-Y plotter. 

The transient recorder operates in two basic modes: 
record and playback. You select the record mode by 



placing switch Si in the record positien. (K^ua bM 
IC18B provide debouncing for this switch.) Having the 
MODE output of ICi3D low makes one input of both 
ICisD and ICi4D low. Hence the clock inputs of ICba and 

IC<,n (pins 10 and 2^respectively) are disabled, ensuring 
that the IQ and 2Q outputs of IC9A and IC9B are high. 
Besides disab Ung the c hip-select inputs of the D/A con- 
verter, CSA and CSB, the circuit disables the output- 



e 


t 

V 

s 
a 



10 



9 39» 



NOISE 



REDUCTION 

GND 

SENSE 

, IN 



A, 01 



OUT 
!NSE 

A3 OUT 

AD588 
"low IC„ ^ (ju^ 

A. IN SENSE 

SNO OUT 

SENSE FORCE 

-IN 



J 

14 (5v; 
3-0 



(-5V) 5v 




^16 T2 Ta 1 ^ 

V„ IB ICIR ^sf"" 



IWCbt 
1C, 



''EXT 



IT 



14 T Alpf 




•RESET O 




IC,>74HCT4040 IC,.74Ha244 IC,=AD7547 IC,5.74HCT30 IC,3=74HCT04 IC,6=74HCT86 IC,j.74HCT00 ICj,.AD5S8 

IC2.74HeT40« IC5=HM6264P-10 lci=74HCT74 IC„=74HCT30 IC,4=74HCT00 IC„=74HCT22I IC,9=TL311 IC22-AD713 

KfTmCnU K^im IC,>74l«T2210n74HC221 IC,i>74HCra2 OtflAmaa 0R74HC221 K^TLSII ICzp74HC132 




Fig 2— At the c tmptment level, the basic transient recorder is a circuit of moderate complexity, requiring 23 ICs. 
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enable signals of IC3, IC4, and IC5 (the HM6264 mem- 
ory chip), ejnsuring that the playback portion of the 

transient recorder is turned off. 

CLK INi serves as the clock source for the counters 
via IC,4c, I<P-i3B, ICisB. and ICisc- While the MODE 
signal is low, CL K is the clock input for both counters 
and provides the RD (convert) signal for the AJD con- 
verts, IC«. ^t the mm &m, ICg^ CS input is active. 



ensuring that the device is selected. After a reset fi^m 
S3 initializes the circuit, counter 2 begins counting. 

ICn and IC23B hold the reset (CLR) input of counter 1 
high from power-up and keep counter 1 in a reset 
condition until the circuit detects a trioisient. 

You configure the A/D converter by tying its MODE 
input (pin 7) to GND. (Note that the MODE pin of the 
AD7821 shown bears no relatiim to i^md labeled 




With an overs ampling ratio of 10:1, the 
filter roll-off need be only about 16 dB/ 
octave. 



MODE in the bircuit diagram.) When the CLK signal 

toggles its RD input, the A/D converter executes con- 
tinuous conversions of the input signal, Vin. Counter 
2 provides the memory addresses for the A/D conver- 
sion results. Data transfe rs fr om the digital outputs 
of I Ce t o IC5 employ the INT output of ICe to drive 
the WE input of ICb. 

The circuit automatically loads the first conversion 
result after reset into location of memory and the 
second result into location 1. After transferring the 
result of the 4096th conversion to memory location 
4095, the coun^r resets and stores the next conversion 
result in location 0. The memory will therefore always 
contain the niost recent 4096 samples of the input 
waveform. 

Detect fast transients 

You apply the input signal to Vjn. This terminal 
connects directly to two TL311 comparators and the 
analog input of the A/D converter. Comparator IC19 
detects positixle transients, and IC20 detects negative 
ones. To set the threshold level for a positive-going 
signal, adjust resistor R5; adjust Rg for negative-going 
transients. Wife the outputs of both comparators to- 
gether to ensure that they produce a rising edge to 
the clock input of ICg when either a negative or a 
positive transient occurs. 

Once the circuit detects a rising edge at pin 11 of 
ICs, it illuminates an LED, D,. At the same time, it 
releases counter 1 from its reset ccwidition by taking 
RSi low. Now the circuit clocks both counter 1 and 
counter 2 as A/D conversions continue. Counter 2 
counts up from the value it heM b^re the transient 
was detected. The memory locations determined by 
the output of counter 2 store the transient data while 
overwriting th|e oldest 2048 ^»npl«B of pretransient 
data already stored in memory. Counter 1 counts off 
the 2048 clock states that correspond with the samples. 

Because the output of ICies >s always high in the 
Beeord mode, when counter 1 reaches 2047, all inputs 
to ICjo and ICn are high and both IC's outputs go 
low. As a result, the output of IC12A goes high, causing 
the output of ICi4A to go low via ICjsa and ICi^b. This 
DIS REC CLK signal gates off CLK IN, from the 
rest of the circuit at IChb- The output of ICigc ensures 
that the CLK signal is held low, stoppng botii counters 
and the A/D converter. 

At the end of the transient-record cycle, the memory 
will contain 4096 samples of the input waveform. One 
half of these samples are transient data, the other half 
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represent pretransient information. Whatever value is 
in counter 2 will be the last memory location for the 
transient data. The next memory location will hold the 
first of the 2048 words of pretransient data. Now when 
you start the playback mode, the first output from the 
counter will correspond to the memory location of the 
first pretransient sample. (To alter the ratio of tran- 
sient to pretransient samples, simply alter the connec- 
tions from counter 1 to ICio and ICu.) 

To accurately convert the input waveform to stored 
data, you must pay close attention to the circuit. Use 
a precision reference, IC21, to generate 5V and -5V 
references for the Vref+ and Vref- inputs of the A/D 
converter. Make sure that you properly decouple these 
reference voltages along with the Vdd and Vss lines 
of the A/D converter. Connect ICe's GND pin to the 
star ground of the system (the point in the circuit at 
which you connect the analog and digital grounds). 
Make sure that the conductor between the A/D con- 
verter and the star ground is as wide as circuit- board 
layout constraints allow. Further, ensure that the WR/ 
RDY line is |^ed vis M^. i» W^kA m^m pdcap 
on this pin. 

Play back captured signals 

Once you've captured that bothersome transient, you 
can play it back at any convenient time; the recorder 
will retain the information as long the power remains 
on, or until you depress the reset button. Select the 
playback mode with S i. Pl ayback takes the MODE 
signal low, activates the WR input to IC7, and deselects 
ICe by taking its CS high. You can display the transient 
on either an analog oscilloscope or an X-Y plotter, 
depending on the position of S2. Make sure to select 
the oscilloscope or the plotter before starting 
playback. 

If you decide to display the transient on an oscillo- 
scope, the clock source for the circuit is the same as 
in the record mode. If you use a plotter for playback, 

the clock frequency is much lower and is applied via 
the CLK IN2 input. CLK (from either CLK INj or 
CLK IN2) passes throi^ gates IC15D and IChd because 
the M OD E sig nal is high. ICgA and ICgB generate the 
CSA and CSB puls es for IC7 from this CLK signal. 

IC9A drives the CSA input of IC7 as well as the 
enable signals for IC3 and IC4. When you choose the 
playback mode, counter 1 resets and starts counting 
from to 4095. The counter's output is the digital input 
code to DAC A of IC7. This DAC drives the X axis of 
either the oscilloscope or the plotter. DAC A produces 
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Fig 3 — The recorder can duptay captured data on a scope, a, or on an X-Y pen plotter, b. The first half of each display shows data acquired 
bifore the triggrt^ng tveni. 



a unipolar output range from to 5V, with a resolution 
of 4096 stepsj 

The output of IC9B drives the CSB input of IC7 and 
also sets the logic level on ICs's output-enable line, 
OE. This action latches the data from memory into 
DAC B, which drives the Y axis of the oscilloscope or 
plotter. By Using dual supplies, you can set DAC B 
for a bipolar output range li fecoiMif^ Iwth positive 
and negative transients. 

Counter 2 starts its count from the point at which 
it stopped an the end of the record mode; the first 
memory outjmt word to IC7 is the oldest sample in 
memory. Th4 scan will then proceed through the 2048 
samples of pretransient information and the 2048 sam- 
ples of transient information. The output of each sam- 
ple from mefnory to the Y axis, via DAC B, corre- 
sponds to the output of a count value from counter 1 
to the X axis via DAC A. In this way, the circuit 
reconstructs! the pretransient and transient wave- 
forms. 

For oscilloscope display of waveforms, place S2 in 
the scope portion. Doing so locks out CLK IN2 from 

the rest of the circuit but allows CLK INj to operate 
as clock signal for the circuit. Unlike the plotter display 
option, where counter 1 runs through once and then 

stops, CLK runs continuously. CNT FIN does go high 
when counter 1 reaches a count of 4095, but because 
the output of IChc is high, the DIS PLOT CLK signal 
does not go low. You can see the typical oscilloscope 
waveform display in Fig 3(a). 

You display the stored waveform on an X-Y plotter 
by E^acing M tlui. ial < iti ^ i_^f"feiiBRiii-iBifrffiflf .sot locks 
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out the CLK INi input from the rest of the circuit and 
permits CLK IN2 to generate the clock signal for the 
circuit. ICmn, IC,,), ICn, and ICj^a function in a manner 
similar to the record mode to generate a high CNT 
FIN signal. But this time, ICio and ICn go low when 
counter 1 reaches a count of 4095. ICisa goes low, and, 
because the output of IC^c is already low, the DIS 
PLOT CLK signal goes low, turning off CLK IN2 at 
IC18C and holding the CLK signal high. Fig 3(b) shows 
a captured transient displayed using a plotter as the 
display method. 

Record-mode timing and clock waveforms 

The timing diagrams in Fig 4 show the logic relation- 
ships for the record mode. The MODE signal (not 
shown) is low and the DIS REC CLK signal is high. 
The RS;; signal goes high when the recorder receives 
a reset command via Sa resetting counter 2. The next 
falling edge of the CLK signal clocks out an address 
for IC5 from counter 2. A conversion is also initiated 
on t his falling CLK edge, and, within 700 nse c, the 
INT signal of ICg goes low, activating th e WE input 
of IC5. The rising edge of CLK resets the INT line 50 
nsec later. 

When the circuit detects a transient, the TRANS 

REC signal goes high, causing the RSj line to go low 
and releasing counter 1 from its reset state. The next 
falling edge of CLK clocks out the outputs imm counter 
1. When the count output from counter 1 reaches 2047, 
the CNT FIN signal goes high and causes the DIS 
REC CLK signal to go low, shutting off the CLK 
signai. 



m 



To accurately capture fast events, you need 
a highspeed A/D converter and a wide- 
bmdwidth track/hold at^ifm. 
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Fijr 4 — The timing relation- 
ships in the record mode show 
that recording starts on the first 
falling clock edge after the reset 
line goes high. 



In the record mode in the waveforms shown, the 
50/50 mark/spa<fe ratio of the CLK signal limits the 
clock frequency to 660 kHz. You need a CLK-low time 
of 750 nsec for the A/D converter to perform its conver- 
sion correctly and latch the data into ICs. However, 
the CLK-high time can be as short as 350 nsec, the 
time required between conversions by the AD7821. 
Therefore, if th|e input to CLK INj has a low time of 
750 nsec and a high time of 350 nsec, the circuit can 
make one conversion every 1100 naec — equivalent to 
approximately sjoOk samples/sec. 

Playback to a scope 
During playbac k to an oscillo^ope, (Fig 5(a)), the 

MODE signal, the WE input of IC5, and the DIS REC 
CLK signal are high. When you place Si in the playback 
mode, RSj goe^ hi gh, re setting counter 1. The CLK 
signal gene rates a CSA signal for IC7 on its rising 
edge and a CSB signal on its falling edge. The falling 
edge of the CIIk sign al clo cks data from counter 1, 
and the rising edge of CSA updates the X axis. The 
falhng edge of OE outp uts s tored data from memory, 
and the rising ^ge of CSB updates the Y axis. The 
CLK signal runs continuously wkm the drcuit is in 
the scope-playback mode. 
The timing d agram of Fig 5(b) shews operation of 
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the circuit for playback on a plotter. Once again, 
MODE, the WE input of IC5, and the DIS REC CLK 

signals are high. The circuit generates CSA and CSB 
to update the X and Y axes. Compared with scope 
playback, the difference in the circuit's operation is 
that when the output count from counter 1 reaches 
4095 and the CNT FIN signal goes high, the DIS PLOT 
CLK signal goes low, forcing the CLK signal into a 
high state. 

Burst-mode event sampling places requirements on 
an A/D converter similar to those for transient record- 
ing. In burst-mode sampling, the recorder looks at the 
input waveform infrequently, but when it does, it must 
acquire a large number of samples in a short time. 
With slower microprocessors or microcontrollers, you'll 
find that because of instruction- and bus-timing con- 
straints, you can't achieve anything like the A/D con- 
verter's maximum throughput. 

You can overcome timing limitations in a burst-mode 
sampler by using a DMA controller to initiate A/D 
conversions and transfer conversion data to memory. 
Doing so lets you run the A/D converter at or near its 
maximum ssunple rate, permitting high oversampling 
ratios and the acquisition of short transients. 

Building a burst-mode sampler is a simple matter 
with the popular 8052 microcontrollCT (Fig 6). Al- 
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Fiff 5 — The timing for wave- 
form playback is almost the 
same m the scope mode (a) as 
in the plotter mode (b). The dif- 
ference is that the scope play- 
back runs continuously, 
whereas the circuit produces a 
plotter output only once. 



though the 8052 does not support hardware DMA, it 
does support what is termed "fake DMA." However, 
expect the response time to DMA requests to be much 
slower than what is possiUe with mimjeontroQers that 
support genuine DMA. 

The HM62j64P memory chip, IC3, stores the control 
program for ICj. The first part of the control program 
is the initialization routine. This routine (Listing 1) 
sets up the ^ense of the DA€KO Ine of the 8237, ICj, 
to be active nigh. It also loads the starting data address 
into IC2 for the first conversion results. ICi initializes 
the counting register to eiHi^l the number of conver- 
sions before IC2 returns control to ICi. The program 
must also set up ICi for "fake DMA." 

Once you'ye run the initializatioii ^<^ram, IC2 is 
ready to take control when requested to do so. Al- 
though IC2 has four interrupt-request lines, this circuit 
uses only one, DREQO. An external command signal 
drives this interrupt line high, telling IC2 to take con- 
trol of the circuit and start the A/D converter sampling 
the input wa|reform. 

After IC2 t-eceives the DREQO request (Fig 7), its 
HRQ line goes high and feeds ICuc, which takes the 
INTO line of ICj low. IC, responds to this "fake DMA" 
request by bringing its P1.6 line low and the output 
of ICi4A high, selecting mputs of IC7, ICr, IC9, and 
IC,o. When the output of IC^a goes high, it shuts off 
ICi's address I and data lines from the rest of the circuit 
and deselect^ the output's address decoder, ICi3. The 
inverted PI. 6 line also feeds the HLDA input of IC2, 
acknowledging IC^'s request for control, ICg then takes 
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control of the address and isia 1^ mad tihe sampling 
of the input waveform. 

To reduce pin count, IC2 multiplexes the eight 
higher-order address bits on the data lines. You need 
an external device to latch these address bits. The 
address strobe signal, ADSTB, takes AEN high and 
switches the OC line of IC,; low. ADSTB drives the C 
input of ICe to latch the higher address lines to the 
outputs of ICe. The inverted AEN line alio #ives one 
input of ICi(iD. The decoded output, Yo, of ICu controls 
the other input of this gate. Therefore, either a high 
on AEN or a low on the decoder output selects IQj. 
You need this control logic because both ICg and IC, 
must be able to access IC j. 

The DACKO line goes high at about the same time 
that ADSTB latches the address and drives one input 
of ICi5A. ICi5A and ICisp ensure that the CS line of IC4 
goes low only when an input/output read operation of 
IC2 occurs. IC,,r,c provides the correct polarity for the 
RD input and equalizes the delay paths for the CS and 
RD lines, ensuring that the circuit obeys the CS-to-RD 
setup time. 

Once IC4 receives a CS signal, it acknowledges re- 
ceipt of the signal by bringing its RDY line low, placing 
the controller, ICj, into a wait state for as long as its 
READY input is low. When the device completes a 
conversion, the RDY line goes high, releasing IC2 from 
its wait state. Because IC4's RDY output is an open- 
drain output, you need to install an external pullup 
resistor, R2. 

When the circuit releases IC2 from its wait state, 
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Fig 6 — A burst-mode sampler usiyig an S052 tnicroconiroller is roughly equal in cuinplexitii tc llic 



recorder shown earlier. 



data from IC4 is Ivalid. The address lines of IC2 deter- 
mine where data| loads into memory. IC2 performs all 
of these operations automatically because a memory 
write accompanies each input/output read. Depending 
on the value loaded Me ebfmting register, IC2 
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will continue to issue read commands to IC4 until the 
circuit completes the reqtiired number of conversions. 
ICo automatically increments the memory address ^ter 
every write operation. 
Tlie multiplexer, IC12, accommodates ^ht input 
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three upper and three lowest address 
lines of IC2, glated through ICiba, ICibb, and ICiec, se- 
lect the input phannel. If the three upper address lines 
are set to all Is, IC4 will convert each channel in se- 
quence, and tjhe conversion results will be stored in 
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consecutive memory locations. For example, if the first 
conversion takes place on the channel-1 input voltage, 
ViNi, and the result is stored in location M of ICg, the 
next conversion will take place on V1N2, and the result 
will be stored in location M -I- 1. If the three uppermost 
address bits are set to Oil, the circuit will sequence 
tte-oiigh ebanneto 1 to 4 onlf. 



Ready or not 

The RDY line of IC, 



drives the WR input of ICi;;, 
loading the address for the next channel to be con- 
verted into the multiplexer. When you have only one 
input channel to convert, you can use an alternate 
design: Remove ICjba, ICi6b> and ICiec, and drive the 
AO, Al, and A2 inputs of IC12 directly fncMi tite three 
uppermost address lines. Using this ^heme, the pro- 
gram chooses the input channel. 

ICi selects the device it feaiks to using a l-of-8 ad- 
dress dec oder , ICn- The outputs of IC13 provide signals 
for ICjs's WR line, IC,,'s CS input, and IC.'s CS input. 
One of th e outputs also gates the P3.7 (RD) and the 
P3.6 (WR) outputs from IC, to drive the IOW and lOR 
inputs of IC2. The upper three address lines of ICj 
select the required device. The lower address lines are 
multiplexed with the data lines in a manner similar to 
the way ICz's address and data hnes are multiplexed. 
ICii demultiplexes the lower eight address lines. IC/s 
ALE signal latches these address lines. The 3-state 
buffers, IC7, ICs, and ICm, isolate ICi outputs from 
the address bus when IC2 takes control. You must use 
these buffers because ICi can't place its address and 
data buses into a high-impedance state when IC^ takes 
control of the circuit. IC;, also acts as a buffer but is 
bidirectional because ICi must read data from and 
write data to memory. 

ICi uses a 10-MHz input-clock frequency. A 
74HCT74 counter (ICis,) divides down this clock to form 
the clock input to IC2. The standard 8237 operates from 
a 3-MHz maximum clock frequency, so you can divide 
the 10-MHz clock by 4 to provide IC^'s clock. You'll 
have a resultant acquisition rate of 608k samples/sec. 
A faster version of the 8237, the 8237-5, operates from 
a 5-MHz input clock, allowing you to divide the clock 
frequency by 2 and enabhng the circuit to take 812k 
samples/sec. If you were to use IC, on its own to control 
the sampling of the input waveform, the best acquisi- 
tion rate you could obtain would be approximately 100k 
samples/sec. 

The entire circuit operates from 15V and 5V sup- 



131 





— - 








Listing 1— Initialization Routine 
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sponse of the 8052*8 "fake DMA." Because microproces- 
sors that support genuine DMA will S-state their ad- 
dress and data lines during a DMA translEier, you can 
eliminate the 3-Btate driver chips. 
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Fig 7— Although the 8052 does not support true DMA, you can 

create a "fake DMA" mode, which, thmtgh not as fast as real DMA, 
lets you transfer blocks of data directly to memory. 



plies. If there isn't a 5V supply in your system, you 
can add a regulator to generate 5V. In addition, plan 
to use a precisi|)n 5V reference (IC5) for the A/D con- 
verter, allowing an input range of to 5V. To obtain 
accurate conversion results, you must obey the same 
guidelines regarding decoupling and grouiulBig as ap- 
ply to the transient-recorder circuit. 

You can use the same design (Fig 6) with slow- and 
medium-speed microprocessors that «ipport DMA re- 
quests. With these microprocessors, you'll find the 
DMA response time will be much faster than the re- 
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